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plications6,7,10,11). However, in many of our cases, a single mechan-
ical technique using a single device has not often been enough to 
reopen the occluded vessels. Therefore, we have used several 
kinds of mechanical thrombolytic devices, such as wires, bal-
loons and stents, alternatively in our practice. The choice of de-
vice was made so that the least traumatic device was used before 
those that are more traumatic. Thus, we had to withdraw devices 
from time to time in order to introduce another mechanical de-
vice or to infuse thrombolytic agents locally. In our experience, 
exchanging devices during IAT was troublesome and in many 
cases, technically difficult, time consuming and risky.
INTRODUCTION 
Recanalization of large cerebral artery occlusions by intraarte-
rial thrombolysis (IAT) is difficult and conventional techniques 
using local thrombolytic drug infusion often fail4,12). In our prac-
tice, chemical thrombolysis alone is rarely successful. Therefore, 
for many cases, mechanical methods are frequently applied for 
patients with large cerebral artery occlusions. Whether com-
bined with other methods or done alone, mechanical methods 
that use wires, balloons and stents have produced better results 
in terms of high recanalization rates and few hemorrhagic com-
Intra-Arterial Thrombolysis Using Double Devices : 
Mechanicomechanical or Chemicomechanical 
Techniques
Hyun Park, M.D.,
1 Gyo Jun Hwang, M.D.,
2 Sung-Chul Jin, M.D.,
3 Jae Seung Bang, M.D.,
4 Chang Wan Oh, M.D.,
4 O-Ki Kwon, M.D., Ph.D.
4
Department of Neurosurgery,1 Jeju National University Hospital, Jeju National University School of Medicine, Jeju, Korea
Department of Neurosurgery,2 Chuncheon Sacred Heart Hospital, Hallym University and Graduate School of Kangwon University, Chuncheon, Korea 
Department of Neurosurgery,3 Cerebrovascular Center, Inje University College of Medicine, Haeundae Paik Hospital, Busan, Korea
Department of Neurosurgery,4 Seoul National University Bundang Hospital, Seongnam, Korea
Objective : To optimize the recanalization of acute cerebral stroke that were not effectively resolved by conventional intraarterial thrombolysis (IAT), we 
designed a double device technique to allow for rapid and effective reopening. In this article, we describe the feasibility and efficacy of this technique.
Methods : From January 2008 to September 2009, twenty patients with acute cerebral arterial occlusion (middle cerebral artery : n=12; internal 
carotid artery terminus : n=5; basilar artery : n=3) were treated by the double device technique. This technique was applied when conventional 
thrombolytic methods using drug, microwires, microcatheters and balloons did not result in recanalization. In the double device technique, two de-
vices are simultaneously placed at the lesion (for example, one microcatheter and one balloon or two microcatheters). Chemicomechanical or me-
chanicomechanical thrombolysis was performed simultaneously using various combinations of two devices. Recanalization rates, procedural time, 
complications, and clinical outcomes were analyzed.
Results : The initial median National Institute of Health Stroke Scale (NIHSS) was 16 (range 5-26). The double device technique was applied after 
conventional IAT methods failed. Recanalization was achieved in 18 patients (90%). Among them, 55% (11 cases) were complete (thrombolysis in 
cerebral infarction 2B, 3). The median thrombolytic procedural time including the conventional technique was 135±83.7 minutes (range 75-427). 
Major symptomatic hemorrhages (neurological deterioration ≥4 points in NIHSS) developed in two patients (10%). Good long term outcomes (modi-
fied Rankin Scale ≤2 at 90 days) occurred in 25% (n=5) of the cases. Mortality within 90 days developed in two cases (10%). 
Conclusion : The double device technique is a feasible and effective technical option for large vessel occlusion refractory to conventional thrombolysis. 
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least one vertebral artery) was obtained first in order to evaluate 
collateral flow and visualize the occlusion site. Once the occlud-
ed vessel was detected, a microcatheter was advanced first and 
superselective angiography was performed in order to see the 
whole thrombus burden.
Conventional thrombolytic methods including repeated pas-
sage of soft wires and microcatheters, local infusion of throm-
bolytic agents, and angioplasty with balloons were tried first. 
When the conventional methods were not successful, the dou-
ble device technique was used. In the majority of the cases, a 
microcatheter (excelsior SL 10; Boston Scientific, USA) and one 
other device was placed at the lesion site. While drugs (uroki-
nase and/or GPIIbIIIa antagonists) were infused through the 
microcatheter, mechanical thrombolysis was performed at the 
same time using microwires, coils (GDC-soft SR 2×6 mm : 
Boston Scientific, USA), balloons (Hyperglide : ev3, USA, or 
various coronary balloons), or stents (Enterprise : Cordis, USA 
and various coronary stents). Sometimes two occluded branches 
were managed simultaneously with the two devices (Fig. 1, 2). 
Recanalization was assessed by a thrombolysis in cerebral in-
farction (TICI) grading system5). Recanalization was estab-
lished with TICI grades ≥27,11) while complete recanalization 
occurred with the TICI grades of 2B and 3. 
Follow up brain computed tomography (CT) or brain MR im-
aging was performed within 24 hours after thrombolysis. Symp-
tomatic hemorrhage was defined as hemorrhage observed on 
follow up imaging with associated neurological deterioration 
≥4 points according to NIHSS. Functional disability was then 
assessed by modified Rankin Scale (mRS). Clinical outcome 
was checked by mRS at 90 days. Good clinical outcome was de-
fined as mRS ≤2 at 90 days. Neurological status was evaluated 
by stroke neurologists (HJB and MGH). 
RESULTS
The clinical and neuroradiological characteristics and kinds 
of devices used for the double device technique are summa-
rized in Tables 1 and 2. The median initial NIHSS was 16 (range 
5-26). Patients in the combined group (n=8) received IVtPA 
(0.6 mg/kg) before IAT and the patients in the IAT only group 
(n=12) received IAT only. 
The overall median intra-arterial urokinase dose was 250000 
±1900 U (range 0-700000). Median urokinase doses were 
200000±2300 U (range 100000-700000) and 320000±1900 U 
(range 0-650000) in the IAT only and combined groups, re-
spectively. In one case, no thrombolytic agents were used. 
The median interval of time to treatment from stroke onset to 
thrombolysis therapy was 100±35.6 minutes (range 70-210). 
The median thrombolytic procedure time from femoral artery 
puncture to finishing of procedure was 135±83.7 minutes 
(range 75-427). 
Any grade of recanalization was achieved in 18 patients 
(90%) and among them, 11 were complete recanalizations 
To overcome these difficulties, we designed a double device 
technique in which we place two devices at the lesion through 
one large bore guiding catheter. The combination of the two de-
vices varies (e.g., a microcatheter and other mechanical device 
such as a microwire, balloon, soft coil or stent or two different 
mechanical thrombolytic devices). While the mechanical throm-
bolysis is performed, thrombolytic agents are infused simulta-
neously through the microcatheter, a selective angiogram is ob-
tained, or another mechanical thrombolysis can be performed 
without exchanging devices. Since this technique was intro-
duced, we have applied it in several acute stroke cases where 
there were difficulties in reopening the occluded vessels with 
conventional methods. The purpose of this study was to evalu-
ate the feasibility and efficacy of the double device thrombolysis 
technique.
MATERIALS AND METHODS
Our institutional review board approved this retrospective 
study, and all patients gave written informed consent for their 
treatment. 
From January 2008 to September 2009, 111 patients with acute 
ischemic stroke were treated with IAT in our institute. Among 
them, 20 acute stroke patients were treated by the double device 
technique because rapid recanalization could not be achieved 
with the conventional techniques that used single device or mul-
tiple devices with exchange methods. The mean age of the pa-
tients was 66 years (range 43-87). Four patients were females. The 
occlusion sites were as follows : middle cerebral artery (n=12; 
60%), internal carotid artery terminus (ICAT) (n=5; 25%), and 
basilar artery (n=3; 15%). 
IAT criteria and procedure
IAT was indicated when the following conditions occurred : 
1) large cerebral artery occlusion, 2) 3-8 hr time window, 3) no 
intracranial hemorrhage, 4) perfusion-diffusion mismatching 
on magnetic resonance (MR) imaging, 5) initial National Insti-
tute of Health Stroke Scale (NIHSS) ≥4, 6) no response to intra-
venous tissue plasminogen activator (IVtPA) if IVtPA is indicat-
ed. Endovascular procedures were performed through a femoral 
artery under local anesthesia occasionally with the aid of seda-
tive agents (midazolam and propofol). A biplane angiography 
unit (Integris Allura 12/12 : PHILIPS, Netherlands) was used. 
No heparin was given during the procedure. 
We routinely inserted 8 Fr or 9 Fr femoral sheaths in order to 
introduce a large guiding catheter (6 Fr or 7 Fr Shuttle, Cook, 
USA). The large stable guiding catheter system was chosen in 
most of our IAT cases because large and stiff devices such as ca-
rotid and coronary stents and balloons are frequently used and 
so many older patients with acute stroke have tortuous aorta 
and neck vessels.
After placing the femoral sheath with a conventional 5 Fr cath-
eter, cerebral angiography (both internal carotid artery and at 77
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have been proposed in those cases refractory to simple throm-
bolysis1,8,14). However, the efficacy of a single method has often 
been unsatisfactory. In our experience, chemical thrombolysis 
alone has rarely been successful. Mechanical thrombolysis, which 
offers advantages in terms of efficacy and safety of IAT, is often 
not able to reopen the occluded vessels when performed as a 
single mechanical technique using a single device. Also, unlike 
previous study3), for several months after the original Penum-
(TICI 2B in 9, TICI 3 in 2). Three pro-
cedure-related complications devel-
oped in 3 patients : iatrogenic carotid 
dissection, cerebral artery (M2) perfo-
ration and thrombi at the ophthalmic 
artery. The carotid dissection was suc-
cessfully treated with a stent. Blood 
leakage from the M2 perforation was 
controlled with a temporary M2 occlu-
sion with platinum coils. The ophthal-
mic artery thrombus was resolved by 
infusion of a thrombolytic agent. Re-
covery from these complications was 
confirmed by follow-up angiograms.
Post-procedural hemorrhage was de-
tected on CT in five patients (25%). Of 
these, 2 patients (10%) were symptomat-
ic. One patient, who had a cerebellar 
hemorrhage, underwent decompressive 
surgery because of brain stem compres-
sion and had a mRS at 90 days of 5. The 
other patient received conservative man-
agement and had a mRS at 90 days of 4.   
Five patients (25%) had good long term outcomes with mRS 
scores ≤2 at 90 days after procedure. In two patients (10%), 
mortality caused by a massive infarction and associated brain 
edema occurred within 90 days after the procedure.   
DISCUSSION
For treatment of acute stroke cases, a variety of IAT techniques 
Fig. 1. We performed a double device technique for efficient thrombolysis with a combination of various devices such as the following : combination 
wire (arrowhead) with catheter (white arrow) (A), coil (arrowhead) with catheter (white arrow) (B), balloon (arrowhead) with catheter (white arrow) (C), 
coil (arrowhead) with balloon (white arrow) (D), and coil (arrowhead) with wire (white arrow) through stent (triangle) (E). In addition, we used two devices 
at different occlusion sites for simultaneous thrombolysis with the following : microcatheter and microcatheter (F) and microwire and microwire (G).
E
A
F
B
G
C D
Fig. 2. A : Selective angiogram showing occlusion at BT and bilateral PCAs. B : Angiogram obtained 
during thrombolysis with the double device technique (arrowhead : wire, white arrow : microcathe-
ter) showing occlusion at the proximal portion of the right PCA and left PCA. C : Two microcatheters 
(white arrow) were placed at proximal portions of different PCAs. D : Thrombolysis was performed 
by the double device technique with coils at bilateral PCAs. E : Final angiogram showing complete 
recanalization. BT : basilar tip, PCAs : posterior cerebral arteries.
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bra-system was introduced to us, we 
used it according to the original method 
for the Penumbra-system for several 
patients with acute ischemic stroke but 
we could not see the advantage to the 
Penumbra-system. Therefore, in real 
practice, there is a need to introduce the 
simultaneuous use of several thrombo-
lytic devices including microcatheters 
and mechanical devices during IAT and 
sometimes, different devices are often 
required than that being used. If a me-
chanical device is needed, the micro-
catheter is withdrawn and the new de-
vice is introduced. If the local infusion 
of thrombolytic agents is needed, the 
mechanical device is exchanged again 
with a microcatheter. Practically, ex-
changing devices during IAT is not al-
ways a simple task and in many cases, it 
is technically difficult, time consuming 
and risky as well. Other risks include 
the fact that patients with acute stroke 
are usually old and their carotid-verte-
bral artery system are often tortuous 
and the treatment time window for 
these patients is usually short. In addi-
tion, in some cases when neurointer-
ventionists need to deal with two differ-
ent occlusion sites at the same time 
such as two M2 branches in cases of 
distal M1 occlusion and both P1 in cas-
es of basilar top occlusion. 
The double device technique intro-
duced in this paper was designed to al-
low rapid and effective recanalization in 
such situations as those described 
above. The recanalization rate of 90% 
that is possible with the present tech-
nique is favorable compared with previ-
ously published results (3, 11). Of note, 
all of our cases were refractory to con-
ventional IAT. 
In our series, procedural complica-
tions did occur in three cases. The small 
number of cases that made up our se-
ries does not clearly represent the real 
population risks and the number of 
complications that we observed is high 
compared to another study13). This 
could be due to the fact that 2 of the 3 
cases with complications occurred in 
ICAT occlusion cases. ICAT occlusions 
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change during IAT. 
The limitations of this study include it being a retrospective 
analysis, that it occurred at a single institute, and in the small 
number of cases. It is obvious that larger prospective, multi-in-
stitutional studies are necessary to prove the feasibility and safe-
ty of this technique. However, our study suggests that a double 
device technique might be useful for intractable large vessel oc-
clusions not treatable by conventional techniques.
CONCLUSION 
The double device thrombolysis technique is a feasible and ef-
fective technical option of IAT for acute stroke cases which are 
refractory to conventional thrombolysis.
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